Easy Dial Datalogger Setup

Installing the Application
Plug in the flash drive to your computer/Laptop provided with the unit. 
Open the flash drive, locate the “Easy Dial Datalogger Setup” file. Open this file. 
Select “Repair Easy Dial Datalogger” 
Click “Finish” 
Running the application
Once installed, you will have an application icon i-e  [image: A picture containing text

Description automatically generated] setup on your destination folder or desktop. Open the EasyDial app. It will prompt you to the following page. 
[image: A picture containing text, electronics, screenshot

Description automatically generated]
Select title (optional). Select file that you had transferred from datalogger to your flash drive. See datalogger documentation on how to transfer files from datalogger to the flash drive.  
Once you have uploaded your file to the EasyDial app, you will be able to generate a graph between Temperature (Product Probe) and Time.
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Please type in a graph title (optional) and select a data file to upload.
Once the graph is generated, click the export button to save the graph.

Graph Title (optional):

Select File





